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Abstract 

Introduction: The aim of this survey study was to assess the current practices and policies in use related to the various steps in the blood gas te- 
sting process, across hospital laboratories in Croatia. 

Materials and methods: First questionnaire was sent by email to all medical biochemistry laboratories (N = 104) within general, specialized and 
clinical hospitals and university hospital centres to identify laboratories which perform blood gas analysis. Second questionnaire with detailed que- 
stions about sample collection, analysis and quality control procedures, was sent only to 47 laboratories identified by the first survey. Questionnaire 
was designed as combination of questions and statements with Likert scale. Third questionnaire was sent to all participating laboratories (N=47) for 
additional clarification for either indeterminate or unclear answers. 

Results: Blood gas analysis is performed in 47/104 hospital laboratories in Croatia. In 25/41 (0.61) of the laboratories capillary blood gas sampling 
is the preferred sample type for adult patient population, whereas arterial blood sample is preferentially used in only 5/44 laboratories (0.11). Blood 
sampling and sample processing for capillary samples is done almost always by laboratory technicians (36/41 and 37/44, respectively), whereas arte- 
rial blood sampling is almost always done by the physician (24/29) and only rarely by a nurse (5/28). Sample acceptance criteria and sample analysis 
are in accordance with international recommendations for majority of laboratories. 43/44 laboratories participate in the national EQA program. POCT 
analyzers are installed outside of the laboratory in 20/47 (0.43) institutions. Laboratory staff is responsible for education and training of ward per- 
sonnel, quality control and instrument maintenance in only 12/22, 11/20 and 9/20 institutions, respectively. 

Conclusions: Practices related to collection and analysis for blood gases in Croatia are not standardised and vary substantially between laborato- 
ries. POCT analyzers are not under the direct supervision by laboratory personnel in a large proportion of surveyed institutions. Collective efforts 
should be made to harmonize and improve policies and procedures related to blood gas testing in Croatian laboratories. 
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Introduction 

Blood gas analysis is of vital importance for pa- 
tients in critical or intensive care units. Sample col- 
lection, number of individuals who contribute in 
total testing process, instability of whole blood 
sample and other numerous factors result in mul- 
tiple risks for reporting of unreliable results (1,2,3). 
International guidelines and standards for blood 
gas testing are available (4,5). Implementing stand- 



ardized procedures according to widely accepted 
standards is essential for the continuous quality 
improvement and proper management of the to- 
tal testing process of the blood gas testing (6). 

Blood gas testing is routinely performed in gener- 
al and specialized hospitals, clinical hospitals and 
university hospital centres in Croatia. The practices 
and policies in use in different institutions vary and 
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there is no national standard or recommendation 
related to blood gas testing. To enable nation- 
wide harmonization across laboratory medicine, 
one of the major strategic goals of the Croatian so- 
ciety of medical biochemistry and laboratory med- 
icine (CSMBLM) is to provide evidence-based rec- 
ommendations for various segments of laboratory 
practice (7). 

In order to harmonize blood gas testing and relat- 
ed measurements, CSMBLM has recently estab- 
lished a Working Group for acid-base balance 
within the Committee for the scientific and profes- 
sional development. The aims of this working 
group are to assess the current practices and poli- 
cies among laboratories in Croatia and to provide 
recommendations for the best laboratory policies 
and procedures related to blood gas testing. 

The aim of this survey study was therefore to as- 
sess the current practices and policies in use relat- 
ed to the various steps in the blood gas testing 
process, across hospital laboratories in Croatia. We 
were particularly interested in sample type mostly 
used for blood gas analysis, steps taken during the 
sampling procedure, processing methods and 
presence of POCT (point of care testing) analyzers 
in institutions. 

Materials and methods 

Survey was performed in three consecutive 
rounds. In first round survey participants were de- 
fined. In second round participants responded to 
prepared questions related to policies and practic- 
es in blood gas analysis. Third round was conduct- 
ed to clarify indeterminate answers. Survey was 
held from April to September of 2013. 

First round 

First round of this Croatian national survey on 
blood gas testing was performed from April to 
May 2013. An e-mail request was sent by Working 
Group for acid-base balance of the Committee for 
the scientific professional development of the 
Croatian society of medical biochemistry and lab- 
oratory medicine to 104 Croatian laboratories with 
the aim to identify laboratories which perform 
blood gas analysis and exclude all those that do 
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not perform acid-base balance analysis at all and 
those institutions in which POCT blood gas analyz- 
ers are not under supervision of the central labora- 
tory. Survey included laboratories within general 
and specialized hospitals, clinical hospitals and 
university hospital centres. According to Croatian 
law on healthcare system, clinical hospital is de- 
fined as general hospital with at least two clinics 
from the field of internal medicine, surgery, paedi- 
atrics or gynaecology and obstetrics and two ad- 
ditional departments from the other specialities or 
diagnostics. Clinic is defined as healthcare institu- 
tion where specialist healthcare is performed to- 
gether with university education program and sci- 
entific work. 

Second round 

After identifying institutions in which blood gas 
analysis is performed (in central laboratory or 
POCT supervised by central laboratory) (N = 47), 
those laboratories were invited by an e-mail invita- 
tion to participate in the on-line survey from May 
to September 2013. The on-line survey was per- 
formed using the SurveyMonkey tool (Palo Alto, CA, 
USA). Questionnaire was composed of five parts: 

1. general questions about laboratory 

2. sample type 

3. sampling procedure 

4. sample processing 

5. POCT blood gas analyzers outside central labo- 
ratory 

Heads of the laboratory in the general and special- 
ized hospitals have been answering the survey 
questions. In clinical hospitals and university hos- 
pital centres, specialist in laboratory medicine re- 
sponsible for blood gas diagnostics has responded 
to survey questions. 

General questions about laboratory 

In general questions section participants were 
asked to give their contact information which 
would be used only in the case of clarification of 
indeterminate and unclear answers as question- 
naire was considered anonymous. Besides contact 
information, participants were also asked some 
questions about accreditation status of the labora- 
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tory and about their blood gas analyzers in use in 
central laboratory and POCT instruments, located 
outside of the central laboratory. Those laborato- 
ries which confirmed existence of the blood gas 
analyzers outside the central laboratory were 
asked to quote how many POCT analyzers are in- 
stalled outside the central laboratory, on which 
wards, and which models of analyzers they use. 

Sample type 

Question related to sample type processed on 
blood gas analyzer was composed of the state- 
ments. They were addressed to arterial blood as 
preferred sample type and extent in which is capil- 
lary sample used for blood gas analysis in children 
and adult population. Participants had to declare 
whose responsibility in laboratory is blood gas 
sampling and processing. 

Respondents agreement with the statements pro- 
vided in this section was rated using the 5-point 
Likert scale (1 - never, 2 - rare, 3 - often, 4 - always, 
5 - not applicable). Point 5 - nor applicable relates 
either to the institutions which have blood gas an- 
alyzers exclusively on the ward, or to some specific 
reasons due to which respondents could not pro- 
vide appropriate answer to the study question (e. 
g. due to some specificities in the population of 
patients). 

Sampling procedure 

Next section was related to blood gas sampling 
procedure and it was composed of statements on 
steps in procedure of blood gas sampling. These 
steps covered: specimen labelling, presence of the 
order form and/or electronic request and person 
responsible for arterial blood sampling. Special at- 
tention was given to procedure of anticoagulation 
of arterial blood specimen and steps which are 
performed by the laboratory personnel upon de- 
livery of the sample to the laboratory. Statements 
which describe procedures related to capillary 
blood gas sampling included anticoagulation pro- 
cedure, arterialisation of the puncture site, possi- 
ble interstitial fluid and air contamination risks and 
avoiding of clot formation. Final set of statements 
in section Sampling procedure was addressed to 
time recording of each step of blood gas sample 
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testing from sampling through delivery to sample 
processing on analyzer. 

Respondents agreement with the statements pro- 
vided in this section was rated using the 6-point 
Likert scale (1 - never, 2 - rare, 3 - often, 4 - always, 
5 - 1 do not know, 6 - not applicable). Answer 5 - / 
do not know was related to statements on arterial 
blood sampling on hospital wards. 

Sample processing 

Next question was about blood gas sample analy- 
sis. Question was composed of 11 statements 
which comprised reporting of results for electro- 
lytes and metabolites from blood gas analyzer, 
performance of internal and external quality con- 
trol and recording of nonconformities and person- 
nel education. 

Possible answers were 1 - yes, 2 - no and 3 - not ap- 
plicable. Category 3 - not applicable was addressed 
to those institutions which have only POCT blood 
gas analyzers and do not have analyzer in central 
laboratory. 

POCT blood gas analyzers outside central lab- 
oratory 

Last question was related exclusively to the POCT 
blood gas analyzers. Following statements and 
questions were included in last question: educa- 
tion and certification of ward personnel for sam- 
pling and processing of blood gas samples, quality 
control performance, presence of standard oper- 
ating instructions and performance of mainte- 
nance. 

Possible answers were 1 - yes, 2 - no and 3 - not ap- 
plicable. Answer 3 - not applicable was addressed 
to the institutions which have blood gas analyzer 
situated in central laboratory. 

Third round 

After data were collected and analysed, some ad- 
ditional questions were circulated by e-mail to the 
47 study participants, during September 2013 to 
clarify indeterminate and unclear answers. Addi- 
tional questions were as follows: 

1. Please, quote average number of samples ana- 
lyzed on blood gas analyzer per day. Also, quote 
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how many are there capillary and arterial sam- 
ples per day. If you perform blood gas analysis 
occasionally, please, quote an average number 
of blood gas samples per week. 

2. Please, describe procedure of labelling of cap- 
illary blood gas sample (e. g. operator labels 
directly capillary with the label containing pa- 
tient data, or operator does not label directly 
capillary, but labels the written test order which 
accompanies blood gas capillary sample). 

3. Is there a hospital information system in your 
institution? If there is, do you receive orders for 
blood gas analysis via hospital information sys- 
tem? 

4. Please, describe the procedure of recording 
of sampling time and time of delivery of the 
blood gas sample to the central laboratory and 
time of blood gas sample processing on the an- 
alyzer. 

5. Please, describe procedure of quality control 
on your blood gas analyzer. Do you use com- 
mercial quality control materials (please, quote 
which QC (quality control) materials you use). 
Please, describe QC performance in central lab 
and on the POCT analyzer (in the ward). 

Statistical analysis 

Data were presented in tables as numbers and ra- 
tios. For each statement category ratios together 
with number of participants in relation to the total 
number of participants who answered the state- 
ment was assigned. Ratios were calculated in Mi- 
crosoft office excel 2003 program (Microsoft Cor- 
poration, WA, USA). Fisher's exact test was used to 
compare the accreditation status of the laboratory 
relative to questions dealing with the sample type, 
sampling procedure, blood gas sample analysis 
and POCT analyzers. For that purpose laboratories 
which are not under preparation for accreditation 
were considered as one group, while laboratories 
which are either preparing for accreditation, are in 
the process of accreditation or are already accred- 
ited were grouped as another group. 

For questions on sample type and sampling pro- 
cedure, replies in a category "never" and "rare" 
were grouped in one group and compared with 
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replies in categories "often" and "always" (also 
grouped as one group). 

Statements "I do not know" and "Not applicable" 
were excluded from analysis. Differences were 
considered statistically significant for P < 0.050. 
Statistical analysis was done with MedCalc soft- 
ware version 11.5.1 (MedCalc, Mariakerke, Bel- 
gium). 

Results 
First round 

First round of this survey covered all acute care 
hospital laboratories in Croatia (N = 104). Response 
rate was 100%. We have identified 47/104 (45%) in- 
stitutions which perform blood gas analysis either 
within the laboratory or under the supervision of 
the central laboratory. There were 3 institutions 
where blood gas analyzers were installed exclu- 
sively on the ward and laboratory personnel did 
not supervise their performance at all. Those three 
institutions were not included in the group of par- 
ticipants. 

Second round 

Forty seven institutions were included in the sec- 
ond round of the survey. General data for partici- 
pants showed that 23/47 (0.49) of the laboratories 
are not preparing for accreditation according to 
ISO 15189 (Table 1). Blood gas analyzer is located 
within the central laboratory in 43/47 (0.92) of the 



Table 1. ISO 15189 accreditation status of the participating lab- 
oratories 



Answer Options 



Laboratory 
accreditation 
status 
(N = 47) 



Accredited, N (ratio) 

In the process of accreditation, N (ratio) 

Preparing for accreditation, N (ratio) 

Laboratory is not under preparation for 
accreditation, N (ratio) 



4 (0.09) 
2 (0.04) 
18 (0.38) 

23 (0.49) 
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Table 2. Question: Sample type tested on analyzer. Ratio of participants is assigned to each category of statement. In brackets is assigned 
number of participants in relation to the total number of participants who answered to the statement by the quoted categories. 



# 


Statement 


Never 


Rare 


Often 


Always 


P* 


1. 


r\\ Lclldl bdiiipic IS piclciTcU Sample Lyptr lui UIOUU 

gas determination. 


0.07 (3/44) 


0.23 (10/44) 


0.59 (26/44) 


0.11 (5/44) 


0.099 


2. 


\-a\JH\al y UIUUU y ab a 1 la ly Dlb 13 pcllUIIIICTU IUI 

neonates and children. 


0.03 (1/35) 


0.03 (1/35) 


0.14 (5/35) 


0.80 (28/35) 


0.489 


3. 


Capillary blood gas analysis is performed for adults. 


r\ n m. ia~\\ 
V. Iz P/4IJ 


r\ ">~7 /ii ia i ^ 
U.Z/ \ 11/4 1) 


U.4o \ \'JIh\) 


n ir Id IA 1 \ 

u.Id (b/41; 


I.UUU 


4. 


Capillary blood gas sampling is performed by 
laboratory technician. 


0.02 (1/41) 


0.10 (4/41) 


0.22 (9/41) 


0.66 (27/41) 


0.343 


5. 


Capillary blood gas sampling is performed by 
specialist in laboratory medicine. 


0.71 (29/41) 


0.20 (8/41) 


0.07 (3/41) 


0.02 (1/41) 


0.343 


6. 


Processing of the samples on the blood gas analyzer 
is performed by laboratory technician. 


0.09 (4/44) 


0.07 (3/44) 


0.45 (20/44) 


0.39 (17/44) 


0.416 


7. 


Processing of the samples on the blood gas analyzer 
is performed by specialist in laboratory medicine. 


0.25 (11/44) 


0.39 (17/44) 


0.23 (10/44) 


0.14 (6/44) 


0.532 



*Fisher's exact test for the difference relative to accreditation status. 

Laboratories which are not under preparation for accreditation were considered as one group, while laboratories which are either 
preparing for accreditation, are in the process of accreditation or are already accredited were grouped as another group. Replies 
in a category "never" and "rare" were grouped in one group and compared with replies in categories "often" and "always" (also 
grouped as one group). 



laboratories, whereas 20/47 (0.43) of the participat- 
ing institutions have POCT analyzers installed on 
clinical wards, outside of the central laboratory (14 
institutions have 1 POCT analyzer, 2 institutions 
have 2 POCT analyzers, 2 have 3 POCT, 1 has 4 
POCT and 1 has 10 POCT analyzers which are in- 
stalled on various wards within institution). 

Next section of the survey covers questions relat- 
ed to the sample type (Table 2) which is tested on 
the blood gas analyzer. Only categories "never", 
"rare", "often" and "always" are shown in table. 
Those who replied "not applicable" were excluded 
from the analysis. Although participants declared 
that preferred sample type for blood gas analysis 
is arterial (26/44 or 0.59), in 19/41 or 0.46 of labora- 
tories capillary sample is often used for blood gas 
analysis for adults. Laboratory technicians are per- 
forming capillary blood gas sampling in 27/41 or 
0.66 of participating laboratories. Blood gas sam- 
ple processing is often performed by the labora- 
tory technicians in 20/44 or 0.45 laboratories. For 
this group of questions there were no significant 
differences between groups of accredited and 
non-accredited laboratories. 



Table 3 represents data collected for statements 
regarding blood gas sampling procedure. Majority 
of laboratories follows the recommended proce- 
dure related to arterial sample labelling. Question 
on capillary blood samples labelling showed that 
11/41 (0.27) of participants never label capillary 
sample, while 28/41 (0.68) of them declared they 
always label capillary sample. Survey showed that 
blood gas samples are regularly accompanied by 
test request forms in 33/40 (0.83) of participants 
and that 28/40 (0.70) of them get blood gas analy- 
ses ordered electronically by hospital information 
system. Interestingly, only 10/29 (0.34) of partici- 
pants declared that arterial blood sampling is al- 
ways done by physicians. 24/38 or 0.63 of the par- 
ticipants stated that arterial blood gas sample is 
collected into syringes containing lyophilised 
heparin without adding liquid heparin. Study par- 
ticipants visually inspect the sample for the pres- 
ence of air bubbles and clots upon the delivery of 
the sample to laboratory. In 38/41 (0.93) laborato- 
ries capillary blood sampling is done using capil- 
laries containing lyophilised heparin without add- 
ing liquid heparin. Arterialisation of the puncture 
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Table 3. Question: Sampling procedure. Ratio of participants is assigned to each category of statement. In brackets is assigned num- 
ber of participants in relation to the total number of participants who answered to the statement by the quoted categories. 



# 


Statement 


Never 


Rare 


Often 


Always 


P* 


1. 


Arterial blood gas samples are labelled with patient name. 


0.00 (0/41) 


0.02 (1/41) 


0.07 (3/41) 


0.90 (37/41) 


1.000 


2. 


Capillary blood gas samples are labelled with patient name. 


0.27 (11/41) 


0.05 (2/41) 


0.00 (0/41) 


0.68 (28/41) 


0.744 


3. 


Blood gas samples are followed by order form. 


0.03 (1/40) 


0.03 (1/40) 


0.13(5/40) 


0.83 (33/40) 


1.000 


A 


DIUUU ydb bdilipitrb ytrl Udl LUUc idUcl (Jll lllfcr VvdlU. 


n 7fi (7S/371 


n n^ (i /371 


n OS (3/371 


0 14 (S/371 


1 000 
1 .uuu 


5. 


Blood gas samples get bar-code label in the central 

lauui d lui y. 


0.19(8/42) 


0.10(4/42) 


0.02 (1/42) 


0.69 (29/42) 


0.742 


6. 


Request orders for blood gas analysis are delivered 

c 1 cL LI Ul 1 ILdlly Uy 1 KJbjJI Ld 1 II II \J\ t I Id UUI 1 bybLclll. 


0.20 (8/40) 


0.05 (2/40) 


0.05 (2/40) 


0.70 (28/40) 


1.000 


7. 


Arterial blood sampling is performed by the physician. 


0.03 (1/29) 


0.14(4/29) 


0.48 (14/29) 


0.34(10/29) 


0.622 


8. 


Arterial blood sampling is performed by the nurse. 


0.29 (8/28) 


0.54 (15/28) 


0.14(4/28) 


0.04 (1/28) 


1.000 


9. 


Arterial blood is taken into the syringes which contain 
lyophilised anticoagulant without adding liquid heparin. 


0.16(6/38) 


0.08 (3/38) 


0.13 (5/38) 


0.63 (24/38) 


1.000 


10. 


Arterial blood samples are visually inspected on presence of 
air bubbles after delivery to central laboratory. 


0.00 (0/41) 


0.00 (0/41) 


0.07 (3/41) 


0.93 (38/41) 


N/A 


11. 


Arterial blood samples are visually inspected on presence of 
clots after delivery to central laboratory. 


0.00 (0/41) 


0.00 (0/41) 


0.02 (1/41) 


0.98 (40/41) 


N/A 


12. 


After delivery of the arterial sample to central laboratory 
visual inspection of the integrity of the syringe is performed. 


0.02 (1/41) 


0.15 (6/41) 


0.02 (1/41) 


0.80 (33/41) 


0.679 


13. 


If the quality of the sample is not satisfactory, ward personnel 
is contacted and new blood sampling is requested. 

Capillary blood samples for blood gas analysis are taken into 


0 00 (0/41) 


0 07 (3/411 


0 05 (2/411 


0 88 (36/411 


0.572 


14. 


capillary tubes containing lyophilised anticoagulant without 
adding of liquid heparin. 


0.00 (0/41) 


0.02 (1/41) 


0.05 (2/41) 


0.93 (38/41) 


0.488 


15. 


Before capillary blood gas sampling, arterialisation of the 
sampling area is performed. 


0.27 (10/37) 


0.38 (14/37) 


0.19(7/37) 


0.16(6/37) 


1.000 


16. 


During sampling procedure for capillary blood gas sample 
"milking" of sampling area is performed. 


0.24 (9/37) 


0.46 (17/37) 


0.27 (10/37) 


0.03 (1/37) 


0.728 


17. 


During sampling procedure air contamination is avoided. 


0.03 (1/40) 


0.00 (0/40) 


0.18(7/40) 


0.80 (32/40) 


0.475 


18. 


Immediately after capillary blood gas sampling, capillary tube 
is tightly closed. 


0 OS D/401 


0 03 (1/401 


0 03 (1/401 


0 90 (36/401 


1.000 


19. 


Capillary blood gas sample is mixed with anticoagulant using 
metal stirrer and magnet. 


0 OR (3/401 


0 10 (4/401 


0 03 (1/401 


0 80 (37/401 


1.000 


20. 


Time from sampling until delivery to central lab for arterial 
blood samples is recorded. 


0.36 (14/39) 


0.18(7/39) 


0.08 (3/39) 


0.38(15/39) 


1.000 


21. 


Time from delivery to central lab until sample processing on 
analyzer for arterial blood samples is recorded. 


0.15 (6/40) 


0.00 (0/40) 


0.03 (1/40) 


0.83 (33/40) 


1.000 


22. 


Time from sampling until delivery to central lab for capillary 
blood samples is recorded. 


0.37 (15/41) 


0.07 (3/41) 


0.02 (1/41) 


0.54 (22/41) 


0.756 


23. 


Time from delivery to central lab until sample processing on 
analyzer for capillary blood samples is recorded. 


0.18(7/40) 


0.03 (1/40) 


0.00 (0/40) 


0.80 (32/40) 


0.698 



* Fisher's exact test for the difference relative to accreditation status; N/A - not applicable - categories "never" and "rare" were too 
small for statistical analysis 

Laboratories which are not under preparation for accreditation were considered as one group, while laboratories which not 
accreditation, are in the process of accreditation or are already accredited were grouped as another group. Replies in a category 
"never" and "rare" were grouped in one group and compared with replies in categories "often" and "always" (also grouped as one 
group). 



Biochemia Medico 201 4;24(2):281 -92 http://dx.doi.org/10.n613/BM.2014.031 
286 



Dukic L, Simundic AM. Practices and policies in acid-base testing 



site before capillary sampling is done rarely and 
never by 14/37 (0.38) and 10/37 (0.27) of partici- 
pants respectively. Also, 10/37 (0.27) of participants 
declared that they often „milk" the puncture site 
during the capillary sampling. Correct procedure 
of capillary blood gas sample mixing is performed 
by 32/40 (0.80) laboratories. Significant differences 
between groups of accredited and non-accredited 
laboratories were not observed. 

Table 4 shows data related to the way samples are 
processed on the analyzer in the central lab. Elec- 
trolyte concentrations measured on blood gas an- 
alyzers are reported by the 21/44 or 0.48 laborato- 
ries, while metabolite concentrations are reported 
by 11/42 or 0.26 laboratories. 43/44 or 0.98 of the 
study participants participate in the national EQA 
program. We found that a substantial proportion 



of participants do not keep records on education 
of laboratory personnel for sampling procedure 
(0.45 (19/42)) and for sample processing (0.41 
(18/44)), but most of them do have written stand- 
ard operating procedures available for laboratory 
staff. Significant difference was found for ques- 
tions about electrolyte (P = 0.003) and metabolite 
(P = 0.004) results reporting. 16/23 laboratories 
from the group of those which are preparing for 
accreditation, are in process of accreditation or are 
already accredited have declared that they report 
electrolyte results from the blood gas analyzer, 
whereas only 5/21 laboratories have such practice 
in the group of non-accredited laboratories. Me- 
tabolite results are reported by 10/22 laboratories 
in the same group (accredited, in the process or in 
the preparation for accreditation), as opposed to 



Table 4. Question: Blood gas sample analysis. Ratio of participants is assigned to each category of statement. In brackets is assigned 
number of participants in relation to the total number of participants who answered to the statement by the quoted categories. 



# 


Statement 


Yes 


No 


P* 


1. 


Except blood gas results, electrolyte results from the blood gas analyzer 
are reported. 


0.48 (21/44) 


0.52 (23/44) 


0.003 


2. 


Except blood gas results, metabolite (glucose, lactate) results from the 
blood gas analyzer are reported. 


0.26 (11/42) 


0.74(31/42) 


0.004 


3. 


Internal quality control with the commercial quality control material is 
performed once a day on blood gas analyzer. 


0.57 (25/44) 


0.43 (19/44) 


0.076 


4. 


Internal quality control with the commercial quality control material is 
performed few times a day on blood gas analyzer. 


0.36 (16/44) 


0.64 (28/44) 


1.000 


5. 


Laboratory participates in CROQALM (national external quality control) 
program for blood gas analysis. 


0.98 (43/44) 


0.02 (1/44) 


1.000 


6. 


Laboratory participates in EQA (External Quality Assessment) quality 
control programme for blood gas analysis. 


0.16(7/44) 


0.84 (37/44) 


1.000 


7. 


There are clear standard operating instructions for blood gas sampling in 
Croatian language available to laboratory personnel. 


0.91 (39/43) 


0.09 (4/43) 


1.000 


8. 


There are clear standard operating instructions for blood gas analyzer 
handling in Croatian language available to laboratory personnel. 


0.98 (43/44) 


0.02 (1/44) 


1.000 


9. 


All nonconformities in operation of the blood gas analyzer are recorded. 


0.91 (40/44) 


0.09 (4/44) 


0.335 


10. 


There is a record on education for blood gas sampling for each new 


0.55 (23/42) 


0.45 (19/42) 


0.352 


employee. 


11. 


There is a record on education for sample processing on blood gas 
analyzer for each new employee. 


0.59 (26/44) 


0.41 (18/44) 


0.065 



* Fisher's exact test for the difference relative to accreditation status. 

Laboratories which are not under preparation for accreditation were considered as one group, while laboratories which are either 
preparing for accreditation, are in the process of accreditation or are already accredited were grouped as another group. Replies 
in a category "never" and "rare" were grouped in one group and compared with replies in categories "often" and "always" (also 
grouped as one group). 
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1/20 non-accredited laboratories who do not per- 
form metabolite assays on the blood gas analyzer. 

Last part of the survey was related to the questions 
on POCT analyzers, i. e. analyzers which are in- 
stalled outside the central laboratory (Table 5). Al- 
though laboratory personnel perform education 
about the sampling and analysis procedures for 
ward personnel, laboratories do not issue certifi- 
cate for this type of education. Internal and exter- 
nal quality control is not regularly performed on 
POCT analyzers. Generally, there is a great hetero- 
geneity in the way POCT instruments are super- 
vised by the central laboratory and the overall lev- 
el of autonomy of POCT on wards was high. Prac- 
tices generally did not vary relative to the accredi- 
tation status, with the exception of the following 
two examples. 

In institutions where laboratories are accredited, 
or in the process of accreditation or are preparing 
for the accreditation, quality control procedures 



are performed by the laboratory staff in 10/14 cas- 
es, as opposed to only 1/6 among non-accredited 
laboratory (P = 0.049). 

Standard operating instructions on Croatian lan- 
guage for blood gas capillary sampling for POCT 
analyzer are approved by laboratory in 8/11 within 
the "accredited-group" laboratories, whereas only 
1/6 does have such instructions within the non-ac- 
credited laboratories (P = 0.049). 

Third round 

The response rate in this round was 0.70 (33/47). 
Data on average number of blood gas samples on 
daily basis are showed in Table 6. Four laboratories 
which perform analysis only few times per month 
were excluded from data analysis in Table 6. Table 
7 represents number of laboratories with specific 
proportion of capillary blood gas samples. Only 
7/33 (0.21) of the participating laboratories are ex- 
clusively analyzing arterial blood gas samples. 



Table 5. Questions related to POCT analyzers. Ratio of participants is assigned to each category of statement. In brackets is assigned 
number of participants in relation to the total number of participants who answered to the statement by the quoted categories. 



# 


Statement 


Yes 


No 


P* 


1. 


Laboratory personnel trained ward personnel on sampling and processing of 
blood gas samples. 


0.55 (12/22) 


0.45 (10/22) 


0.172 


2. 


Laboratory issues certificate on training for sampling and blood gas analysis to 
the ward personnel. 


0.14 (3/22) 


0.86 (19/22) 


0.523 


3. 


Daily internal quality control is performed with commercial quality control 
material on POCT blood gas analyzer. 


0.30 (6/20) 


0.70 (14/20) 


1.000 


4. 


Laboratory personnel perform quality control on POCT analyzer. 


0.55 (11/20) 


0.45 (9/20) 


0.049 


5. 


Ward personnel performs quality control on POCT analyzer. 


0.40 (8/20) 


0.60(12/20) 


1.000 


6. 


Are there standard operating instructions approved by laboratory on Croatian 
language for blood gas capillary sampling for POCT analyzer? 


0.53 (9/17) 


0.47 (8/17) 


0.049 


7. 


Are there standard operating instructions approved by laboratory on Croatian 
language for sample processing on POCT analyzer? 


0.53 (10/19) 


0.47(9/19) 


0.057 


8. 


CROQALM external quality control for blood gases is performed for POCT 
analyzer. 


0.58 (11/19) 


0.42(8/19) 


0.319 


9. 


EQA external quality control programme for blood gases is performed for POCT 
analyzer. 


0.16 (3/19) 


0.84 (16/19) 


1.000 


10. 


POCT analyzer maintenance is performed by laboratory personnel. 


0.45 (9/20) 


0.55 (11/20) 


0.157 



*Fisher's exact test for the difference relative to accreditation status. 

Laboratories which are not under preparation for accreditation were considered as one group, while laboratories are either 
preparing for accreditation, are in the process of accreditation or are already accredited were grouped as another group. Replies 
in a category "never" and "rare" were grouped in one group and compared with replies in categories "often" and "always" (also 
grouped as one group). 
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Table 6. Average number of blood gas samples per day. 



Number of samples per day 



Number (proportion) of 
laboratories (N = 29) 



1-10 


8 (0.24) 


11-20 


7 (0.21) 


21-30 


7 (0.21) 


31-40 


2 (0.06) 


41-50 


2 (0.06) 


70-80 


1 (0.03) 


80 


2 (0.06) 


Table 7. Percentage of capillary blood specimens. In brackets 


is assigned ratio of laboratories in relation to the total number 


(N = 33). 




Percentage of capillary 


Number (ratio) of 


blood specimen in total 


laboratories 


number of blood gas 
samples (%) 


(N = 33) 


0 


7(0.21) 


10 


2 (0.06) 


20 


2 (0.06) 


30 


4(0.12) 


50 


6(0.18) 


70 


2 (0.06) 


75 


2 (0.06) 


80 


1 (0.03) 


85 


1 (0.03) 


95 


1 (0.03) 


100 


5(0.15) 



Other laboratories predominantly use capillary 
sample for blood gas analysis. Four laboratories 
quoted that they use for blood gas analysis capil- 
lary, arterial and venous sample type. Exact proce- 
dure of capillary sample labelling was not de- 
scribed by 6/33 (0.18) of participants, although ad- 
ditional question was asked to allow exact descrip- 
tion of the labelling procedure for the capillary 
sample. Direct labelling of the capillary sample is 
performed in 10/33 (0.30) of laboratories. 31/33 or 
0.94 of laboratories does not keep record of the 
time of sampling, delivery and processing of the 
blood gas specimen. Quality control is not regular- 
ly performed (at least once a day, using commer- 
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cial control materials) in 15/33 or 0.45 of the labo- 
ratories. 

Discussion 

Result reliability is imperative in emergency pa- 
tient care. Technological achievements enabled 
high level of reliability for analytical phase of sam- 
ple processing. New tools for error prevention and 
quality improvement in pre- and post-analytical 
phase of the testing are introduced in laboratory 
practice (8,9). Improvement in laboratory diagnos- 
tics created basis for harmonization of all operat- 
ing procedures (10). There is necessity to introduce 
uniform set of objective, measurable indicators 
(11,12) which will enable each laboratory to moni- 
tor, detect and eliminate errors in total testing 
process. 

One important step toward harmonization is for 
sure establishment of detailed guidelines for vari- 
ous procedures used in laboratory diagnostics. 
Clinical Laboratory Standards Institute published 
documents related to pH and blood gas analysis 
(4,5). These documents serve as valuable landmark 
for introduction of higher standard in laboratory 
diagnostics of acid-base balance. 

Survey studies were conducted on national level 
for pre- and post-analytical phase of testing (13,14) 
for identifying most frequent sources of errors and 
reducing them. Survey on extra-analytical phase 
of testing was done among members of Croatian 
Chamber of Medical Biochemists during 2009. and 
results showed that special attention should be 
payed to improvement of phlebotomy perform- 
ance in order to minimize errors. National cross- 
sectional study on critical value reporting was per- 
formed in Chinese laboratories and authors found 
lack of standardization related to critical value re- 
porting. To the best of our knowledge, there are 
no publications on survey on blood gas sample 
collection and analysis available. 

Accreditation regulations serve as valuable tool in 
risk management and quality improvement in lab- 
oratory setting (8). Accredited laboratories are con- 
strained to work on quality improvement. They 
tend to respect recommendations and reduce 
nonconformities. 
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Capillary sample is preferred sample type used for 
blood gas analysis in most of the institutions on 
the field of Croatia. Small proportion of institutions 
which perform exclusively arterial blood gas anal- 
ysis proves that practice of routine or standing or- 
ders for capillary blood gas sampling is still com- 
mon practice performed by physicians. The fact 
that capillary blood gas sample is preferred in pre- 
vailing number of institutions can be attributed to 
the traditional and economical reasons. Traditional 
reasons are related to habitual practice of physi- 
cians regarding capillary blood gas ordering in 
some institutions. Current documents recommend 
capillary sample type only in situations when ar- 
teries are not accessible for adult patients and for 
blood gas analysis on neonatology and paediatric 
department (15). Arterial sample is needed for ob- 
jective assessment of patient oxygenation status 
by hemoxymetry (16). Capillary blood sampling for 
blood gas analysis as routine or standing order is 
not recommended (17). 

According to survey results, regulations regarding 
sample labelling are not respected when capillary 
sample is concerned. Capillary tube should be la- 
belled directly by the label with the patient data 
(18). 

In Croatian health care institutions, arterial speci- 
men collection is responsibility of physicians. Lab- 
oratory is responsible for preanalytical phase of 
the testing process which takes place on the ward 
(6). Many survey participants are not informed who 
exactly performs arterial blood collection. High- 
quality specimen which is not contaminated by air 
and clots depends on syringe type, anticoagulant 
and sampling procedure used by physician (19). 
High level of communication between ward and 
laboratory personnel is needed for avoiding prob- 
lems with blood gas analysis caused by inappro- 
priate arterial sampling and transport. 

All the procedures related to visual specimen con- 
trol which are needed upon sample delivery to the 
central laboratory are highly respected by the sur- 
vey participants. Generally, most of the procedures 
related strictly to laboratory like sample integrity 
control are performed in accordance with current 
standards (5). 
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When capillary blood gas sampling procedure is 
concerned, there is heterogeneity in approach of 
each institution. In order to get sample as similar 
as possible to the arterial sample, strict following 
of all the steps which include arterialisation, filling 
of capillary tube and mixing is needed (20). Arteri- 
alisation of puncture site is not regularly per- 
formed by the great proportion of laboratories. 
"Milking" of puncture site during specimen collec- 
tion should be avoided because of impact on pH, 
blood gases and electrolyte measurement (17). For 
proper anticoagulation of the specimen it is neces- 
sary to mix specimen with metal stirrer and mag- 
net (5). Many laboratories do not perform all the 
steps in capillary blood sampling which are need- 
ed to get sample as much as possible similar to the 
arterial. Those laboratories which have very low 
number of requests for blood gas analysis usually 
stick to the recommended procedures, while those 
which have high number of requests tend to ex- 
clude important steps of the sampling procedure 
and risk to report unreliable results. 

Survey showed that some laboratories report not 
only blood gas results, but also electrolyte and 
metabolite results from the blood gas analyzers. 
Whole range of preanalytical issues and matrix dif- 
ferences represents danger to reliable reporting 
from different analytical platforms. Non-detecta- 
ble hemolysis causes false positive potassium find- 
ings in the first instance, but it has significant im- 
pact on other tests (21,22). In comparison study of 
point-of-care blood gas analyzer and biochemistry 
analyzer, significant difference was found for sodi- 
um values, while potassium values were compara- 
ble (23). Study was performed on 200 paired ve- 
nous and arterial samples. Venous samples were 
tested on biochemistry analyzer Dade Dimension 
RxL, while arterial samples were analyzed on blood 
gas analyzer ABL 555. Simultaneously tested arte- 
rial and venous patient samples on blood gas and 
biochemistry analyzer showed unacceptable 
agreement for sodium and potassium, respective- 
ly (24). Authors retrospectively analyzed data and 
found 84 simultaneously tested venous and arteri- 
al specimens for electrolytes. Venous specimens 
were tested on biochemistry analyzer Roche Mod- 
ular P, and arterial specimens were tested on Nova 
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Biomedical pHOx Stat Profile Plus L blood gas ana- 
lyzer. 

Internal quality control schemes on blood gas ana- 
lyzers showed significant differences which are de- 
pendent on average number of blood gas samples 
analysis per day and economical resources of the 
laboratory. Almost all laboratories participate in 
national program for external quality control. In 
order to assure analytical reliability of the blood 
gas testing, daily measurement of the different 
levels of quality control materials is needed (25). 

Considering the fact that there is no consistency in 
training of non-laboratory personnel for blood gas 
analyzers, regular quality control and maintenance 
of the POCT analyzers, special attention should be 
paid to establishment of the document which will 
regulate jurisdiction of the central laboratory for 
POCT (26). 

Supervision of POCT analyzers is not standardised. 
Introduction of bed-side blood gas analyzers im- 
proved overall patient care, but strict precaution 
measures are needed (27). Survey results showed 
that group of laboratories which are accredited or 
in process of accreditation are responsible for pro- 
viding operating instructions related to blood gas 
capillary sampling and take much more care about 
the quality control performance on POCT analyz- 
ers. 



Correct recording of the time of sampling, sample 
delivery and processing for blood gas assays is not 
very common. 

This study was a self reported survey which might 
not be providing the accurate and reliable infor- 
mation about the real situation, since respondents 
could have been providing desirable answers, in- 
stead of declaring the real situation in their institu- 
tion. We are aware that observational studies have 
much more power to detect deviations from the 
standard procedures and non-conformities in the 
process, in comparison with surveys. This could as 
well be one possible limitation of our study. 

Conclusion 

Practices related to collection and analysis for 
blood gases in Croatia are not standardised and 
vary substantially between laboratories. POCT an- 
alyzers are not under the direct supervision by lab- 
oratory personnel in a large proportion of sur- 
veyed institutions. It is essential to provide a frame- 
work for nation-wide harmonization and stand- 
ardization of laboratory procedures related to 
blood gas analysis in Croatian laboratories. 
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